A modified ECG-triggered cinefilm-mark unit for DSA studies of the heart and great vessels.
The authors developed an inexpensive, reliable, and easy-to-install, ECG-triggered cinefilm-mark device that permits performance of high-quality subtraction studies of the coronary circulation.